AD-AlOb  271 
UNCLASSIFIED 


AERONAUTICAL  RESEARCH  LABS  MELBOURNE  (AUSTRALIA)  F/6  9/2 

PROGRAMS  FOR  THE  TRANSONIC  WIND  TUNNEL  DATA  PROCESSING  INST ALLA— ETC (U) 
MAY  Ql  J  B  WILLIS  t,uul 

ARL/AERO-TM-329  NL 


Dlffi  FILE  COPY  AD  A1 06271 


DEPARTMENT  OF  DEFENCE 

DEFENCE  SCIENCE  AND  TECHNOLOGY  ORGANISATION 
AERONAUTICAL  RESEARCH  LABORATORIES 

MELBOURNE.  VICTORIA 


'  /  , 

Aerodynamics/  Technical  ^emo i *i’i ilutn  329 

/ 

PROGRAMS  FOR  THE  TRAM SONIC  WIND  TUNNEL  DATA  PROCESSING 
INSTALLATION.  PART  9.  PRESSURE  MEASUREMENTS  UPDATED. 


j  ')  j  J.B.  j WILLIS 


f 


Approved  for  Public  Release. 


dtic 

El-ECTE 

OCT  2  6  1981 

A 


-  i 


I 


©  COMMONWEALTH  OF  AUSTRALIA  1981 


MAY  1981 


.  UNCLASSIFIED 


(  ! 

81  10  26  059 


AR- 002-286 


DEPARTMENT  OF  DEFENCE 

DEFENCE  SCIENCE  AND  TECHNOLOGY  ORGANISATION 
AERONAUTICAL  RESEARCH  LABORATORIES 


Aerodynamics  Technical  Memorandum  329 


PROGRAMS  FOR  THE  TRANSONIC  WIND  TUNNEL  DATA  PROCESSING 
INSTALLATION.  PART  9.  PRESSURE  MEASUREMENTS  UPDATED 


J.B.  WILLIS 


SUMMARY 


It  is  now  ten  years  since  the  original  pressure  measure¬ 
ment  program^-  for  the  transonic  wind  tunnel  PDP  8/1  data  proces¬ 
sing  installation  was  written.  During  this  period  considerable 
changes  have  been  made,  and  this  memorandum  describes  the 
current  program. 


POSTAL  ADDRESS:  Chief  Superintendent,  Aeronautical  Research  Laboratories, 
P.O.  Box  4331,  Melbourne,  Victoria,  3001,  Australia. 


DOCUMENT  CONTROL  DATA  SHEET 


Security  classification  of  this  page:  UNCLASSIFIED 


1. 

DOCUMENT  NUMBERS 

2. 

SECURITY  CLASSIFICATION 

a. 

AR  Number: 

a. 

Complete  document: 

AR-002-286 

UNCLASSIFIED 

b. 

Document  Series  and  Number: 

b. 

Title  in  isolation: 

Aerodynamics  Technical 

UNCLASSIFIED 

Memorandum  329 

c. 

Summary  in  isolation: 

c. 

Report  Number. 

UNCLASSIFIED 

ARL- AERO-  TECH-  MEMO-329 

3.  TITLE: 


PROGRAMS  FOR  THE  TRANSONIC  WIND  TUNNEL  DATA  PROCESSING 
INSTALLATION.  PART  9.  PRESSURE  MEASUREMENTS  UPDATED 


4. 

PERSONAL  AUTHOR. 

5. 

DOCUMENT  DATE: 

May,  1981 

WILLIS,  J . fa. 

6. 

TYPE  OF  REPORT  AND  PERIOD 

COVERED: 


7. 

CORPORATE  AUTHOR (S) . 

a. 

REFERENCE  NUMBERS 

Aeronautical  Research 

a. 

Task: 

Laboratories, 

DS1  79/108 

Aerodynamics  Division 

b. 

Sponsoring  Agency: 

9. 

COST  COLE: 

54  7720 

DSTO 

10. 

IMPRINT: 

11. 

COMPUTER  PROGRAM (S) 

Aeronautical  Research 
Laboratories,  Melbourne 

(Title(s)  and  language (s) ) . 

12. 

RELEASE  LIMITATIONS  (of 

the  document) : 

12.0. 

13. 


Approved  for  Public  Release. 


OVERSEAS:  N.O. 


□ 

P.R. 

□ 

- 1 - 

A  ! 

B 

i  c 

D  1 

□ 

fc 

ANNOUNCEMENT  LIMITATIONS  (of  the  information  on  this  page) : 


no  Limitation 


14.  DESCRIPTORS:  15.  COSATI  CODES: 

Transonic  wind  tunnels.  1402 

Pressure  measurement.  0902 

Computer  programs. 

_ Data  processing. _ 

16.  ABSTRACT: 

It  is  now  ten  years  since  the  original  pressure  measurement 
program*  for  the  transonic  wind  tunnel  PDF  8/1  data  processing 
installation  was  written.  During  this  period  considerable  changes  have 


CONTENTS 


PAG! 


1.  INTRODUCTION 

2 .  TABLES 

3 .  OPERATION 

4.  PROGRAM  DETAILS 

5.  READBACK  PROGRAM 

6.  CONCLUSION 
REFERENCES 
FIGURES 
DISTRIBUTION 


L 


1. 


INTRODUCTION 


The  only  description  of  the  program  used  for  pressure- 
measurements  in  the  transonic  wind  tunnel  PDP  8/1  date  processing 
installation  is  now  ten  years  ole  (Ref.  1)  and  totally  out  of  date 
In  the  meantime,  the  hardware  used  to  control  the  scanivalves  ana 
measure  the  transducer  outputs  has  been  replaced,  and  the  program 
modified  at  various  times.  This  memorandum  describes  the  current 
program. 


Essentially  the  program  is  required  to  read  in  the 
tunnel  main  instrumentation,  start  the  pressure  scanning  hardware, 
respond  to  interrupts  from  this  hardware  and  so  read  in  scanivalve 
number,  port  number  and  pressure  transducer  output  and  when  the  scan 
is  complete,  stop  the  scan  and  send  the  scanivalves  "HOME".  It  is 
required  to  compute  pressure  coefficients  and  the  ratio  of  local 
static  pressure  (P)  to  total  pressure  (H) ,  and  plot  and  display 
these,  plus  the  critical  values.  Raw  and  computed  data  are  printed 
and  stored  on  DEC  tape.  Throughout  these  activities,  the  program 
is  also  requireu  to  compute  and  display  tunnel  Mach  number. 

A  readback  progxam  is  also  provided  which  retrieves 
the  raw  and  computed  data  from  DEC  tape,  permits  recomputation 
with  the  same  or  different  tables,  and  plots  and  displays  the  computed 
(or  recomputed)  data. 

This  memorandum,  is  intended  mainly  for  the  use  of  the 
staff  of  the  transonic  tunnel,  and  a  section  on  operating 
instructions  is  therefore  included. 

2 .  TABLES 


Before  the  program  can  be  run,  essential  tables  must 
be  prepared.  The  current  program  will  accept  tables  only  from  the 
disc,  and  they  must  be  stored  on  the  disc  as  an  ASCII  file  "TABS". 

It  is  good  practice  to  store  then:  on  DEC  tape  also,  so  that  they 
can  be  retrieved  if  accidentally  lost  from  the  disc.  The  format  of 
the  tables  has  been  changed  and  must  be  as  specified  below,  and 
entered  in  the  sequence  specified. 

Carriage  returns,  tabs  etc.  may  be  used  as  desired  to 
make  print  out  clear  and  easy  to  read.  No  signs  or  decimal  points 
are  permitted  throughout.  In  each  section,  enter  only  the  constants 
needed  and  terminate  with  a  colon. 

(a)  Start  with  transducer  calibration  constants.  A 

maximum  of  5  is  permitted,  but  enter  only  the  ones  required  in  the 
sequence  scanivalve  1,  scanivalve  2,  etc.  End  with  a  colon.  Each 
constant  must  be  4  digits.  The  actual  value  is  in  the  form 
X(.)XXX  volt/in.  of  Hg. 
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(b)  Reference  length  for  Reynolds  number,  here,  five  digits 
must  be  entered,  followed  by  a  colon.  The  decimal  point  is  assumed 
after  the  first  2  digits.  This  should  be  a  real  number,  not  zeros, 

in  inches. 

(c)  Pressure  tapping  locations  are  entered  as  1  IHiH, 

ZIINIM,  3  hhh -  i.e.  one  digit,  space,  three  digits,  comma  and  so 

on.  hero,  the  first  digit  is  the  group  number,  used  to  specify,  say, 
the  uppier  surface  of  an  aerofoil,  anu  the  three  digit  number 
specifies  a  length  which  may  be  a  distance  along  a  test  section  wall, 
or  X/C  with  the  decimal  point  ignored.  (C  =  aerofoil  chord, 

X  =  distance  from  leading  cage) . 

Tour  groups  are  allowed,  so  the  single  digit  should  be 
1,  2,  3  or  4,  and  storage  has  been  provided  for  144  entries,  but  only 
values  needed  should  be  entered,  followed  by  a  colon. 

Pressure  lines  from  one  group  may  be  connected  to 
several  seanivalves  with  differing  transducer  sensitivities,  and  the 
number  of  connections  to  eacii  scanivalvc  need  not  be  the  same. 

It  is  entered  later  in  the  tables.  However,  the  sequence  in  whicn 
these  constants  are  entered  must  be  the  sequence  in  which  they  will 
be  scanned  by  the  seanivalves.  The  seanivalves  stagger  scan  to 
give  maximum  settling  time  and  their  sequence  is  fixed,  with  the 
'HOME"  position  being  reference  static  pressure,  or  zero.  Thus, 
for  three  seanivalves,  the  scanning  sequence  is: 


Step 

Scanivalvc  ho. 

Port  do. 

0 

0 

01 

1 

1 

01 

HOME  POSITIOi. 

2 

2 

01 

(REFERENCE  PRESS!  Ri 

3 

0 

02 

4 

1 

02 

5 

2 

02 

C 

0 

03 

and  so  on. 

Although  this  sounds  complicated,  it  is  easier  to  uo 
than  describe  arid  performance  is  not  restricted  ir,  any  way.  The 
alternative  would  require  an  input  table  cross  referencing  every 
position  with  a  scam  valve  number  ar.u  a  port  n  um.be  l ,  which  would  be 
more  difficult  and  still  requires  knowi.m  which  pressure  tube  is 
connected  to  which  scanivalvc  ,.r.d  which  port  on  that  scanivalve. 
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(d)  The  next  input  needed  is  the  number  of  pressure  tubes 

connected  to  each  scanivalve,  excluding  zeros  -  i.e.  the  model  and/ 
or  walls  have  so  many  tubes  connected,  and  the  total  number  of  these 
tubes  must  be  the  sum  of  the  numbers  entered  here.  Two  digits  must 
be  entered  for  each  scanivalve  used,  and  they  must  be  entered  in 
the  sequence  scanivalve  0,  scanivalve  1,  scanivalve  2  - . 

End  with  a  colon,  as  usual. 

(e)  Because  experience  has  shown  that  a  tube  may  become 
faulty,  or  a  pressure  hole  become  defective  during  a  test,  provision 
has  been  made  for  deletions.  A  maximum  of  10  deletions  is  permitted, 
which  should  be  more  than  adequate,  and  the  same  format  as  (c)  above 
is  used.  Of  course,  the  entry  to  be  deleted  must  be  identical 

with  the  entry  previously  included  in  (c).  End  with  colon.  Points 
so  deleted  are  now  not  plotted,  printed,  stored  or  displayed. 

The  program  searches  for  the  colon  in  each  section  of 
the  tables.  Therefore,  it  must  be  typed  as  soon  as  the  values 
have  been  entered  -  e.g.  if  only  one  scanivalve  is  used,  enter 
four  digits  for  its  calibration  constant,  followed  by  carriage 
return  and  line  feed,  then  the  colon.  Do  not  fill  in  the  other 
constants  with  zeros.  Similarly,  for  no  deletions,  type  a  colon  and 
enter  no  digits  at  all. 

3 .  OPERATION 


The  program  is  saved  as  three  system  programs  PI,  P2 
and  P3,  and  loaded  in  the  normal  way.  Starting  address  is *200  for 
the  whole  program.,  and  it  recycles  automatically  for  successive  scans. 
If  the  program  is  stopped  for  some  reason,  it  may  be  restarted 
at  *600  for  the  next  scan. 

Since  the  program  uses  the  PDP8/I  switch  register,  as 
described  later  in  this  section,  the  proper  sequence  for  starting  is 
to  set  *200  (or  *600)  press  'Load  Address",  then  set  the  switch 
register  to  0,  1,  2  -  and  press  "START". 

The  standard  identification  program  is  used,  and  the 
storage  provided  for  "Details’  should  always  be  used.  Tables  have 
already  been  discussed.  As  usual,  DEC  tape  may  be  used,  or  not, 
for  each  section  of  the  program. 

The  query  "Number  of  Pressure  Points  between  Records' 
appears  on  the  first  pass,  and  requires  3  digits  to  be  entered. 

Because  tunnel  pressure  and  Mach  number  may  drift  slightly  during 
a  scan,  the  program  reads  in  static  pressure  and  total  pressure 
bounding  the  number  of  pressure  points  specified.  It  then  uses 
the  mean  values  of  these  pressures,  and  of  Mach  number  squared,  to 
compute  Cp  and  P/H.  Therefore,  if  the  plumbing  requires  a  very 
slow  scan,  this  number  could  be  005  ■  normally  010  is  satisfactory 
with,  say,  014  where  rapid  scanning  is  possible. 
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On  the  first  pass,  the  query  "PLOT?'  requires  V  or  N, 
if  N,  no  further  action  is  needed;  if  Y,  "PLOT  AXES?"  appears  and 
the  answer  is  self  evident.  "MOVE'  requires  3  digits  and  shifts 
successive  graphs  by  the  amount  specified  -  e.g.  050  corresponds  to 
0.50  inches,  since  tne  plotter  increments  are  0.01  inch. 

The  program  now  waits  for  the  operator  to  press  the 
Record  pusiibutton.  Before  doing  so,  he  should  check  that  the 
scanivalves  are  HOME'  ,  all  devices  powered  up,  control  desk  switches 
for  incidence,  JOB,  1DEHT.  etc.  all  set,  DEC  tape  loaded  on  a 
transport  set  to  2,  and  so  on.  When  the  pusiibutton  is  pressed,  the 
program  reads  in  the  main  tunnel  instrumentation  and  then  starts 
the  pressure  scan.  It  responds  to  the  interrupts  from  the  pressure 
measuring  equipment,  and  reads  in  the  values,  reads  in  the  tunnel 
instrumentation  after  the  number  of  pressure  points  specified,  and 
so  on  and  finally  stop  the  scan  and  takes  a  last  read  in  of  the 
tunnel  instrumentation.  During  this  procedure,  the  printer  is 
printing  out  the  raw  data,  and  it  is  being  stored  on  DEC  tape,  and  the 
plotter  draws  axes. 

At  the  end  of  the  scan,  the  display  will  draw  P/H 
versus  X/C;  type  Cp  for  pressure  coefficients,  and  PH  to  revert 
back,  and  so  on.  It  is  permissible  to  cycle  from  one  to  the  other, 
but  whichever  is  selected  will  remain  for  ensuing  scans  unless 
instructed  otherwise.  The  plotter  does  both  pressure  ratios  and 
pressure  coefficients  automatically.  In  all  cases,  the  dotted 
lines  produced  are  the  critical  values. 

To  complete  the  print  out  of  the  computed  data,  a 
colon  must  be  typed.  The  display  now  does  not  listen  to  the  teletype, 
and  at  the  end  of  the  print  out,  the  program  cycles  and  is  ready  for 
the  next  scan.  The  computed  data  print  out  has  been  completely 
changed,  and  a  typical  example  is  shown  in  Fig.  1. 

Unlike  the  force  measuring  program,  the  display 
program  does  not  provide  for  scaling  or  shifting.  It  may,  of 
course,  be  photographed,  and  typical  results  are  shown  in  Fig.  2. 

Both  display  and  plotting  programs  are  OR'd  with  the  POPS/ 

switch  register.  Setting  0,  1,  2  -  will  change  the  symbols  used 

in  each  case,  but  to  date,  only  14  symbols  are  provided  for  plotting, 
and  12  for  the  display.  If  4  groups  are  used,  4  symbols  will  be 
used,  and  at  present,  the  program  is  unprotected  if  too  many  symbols 
are  requested  and  may  self  destruct.  however,  the  intention  of  this 
feature  is  to  permit  pressure  distributions  which  are  very  similar 
to  be  plotteo  on  top  of  one  another  and  so  show  small  differences. 
Normally,  the  MOVE  feature  would  be  used.  For  the  display, 
changing  syubols  may  assist  in  identifying  display  photographs. 

As  written,  the  plot  program  automatically  plots  both 
P/h  ana  Cp.  Since  the  plotter  is  a  slow  device,  it  may  be  convenient 
to  delete  one  of  these.  To  do  this,  toggle  7000  (HOP)  into  the 
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locations  given  in  Table  I,  all  in  field  1.  The  program  nay  then 
be  'Saved"  in  the  usual  way,  if  so  desired. 


TALLL  1 


Deletion 
P/h  Axes 
P/Ii  Points 
Cp  Axes 
Cp  Points 


Location 

6601 

5611 

6602 

5620 


4.  PROGRAM  Li.  TAILS 


As  stated  previously,  the  program  is  saved  as  Pi,  P2  anu 
P3.  P3  is  the  field  0  program,  and  contains  the  main  program, 
interrupt  service  subroutines,  and  the  usual  subroutines  (Ref.  2}. 

P2  is  the  field  1  program  which  is  the  plotting  program,  while  M 
is  field  2  and  contains  the  display  programming  and  the  program  useci 
to  compute  the  results. 

ho  listings  are  included  here  because  of  their  size, 
however,  the  program  is  reasonably  straightforward  and  with  the  aid 
of  Ref.  1  and  the  listings  available  in  the  Transonic  Wind  Tunnel, 
should  not  be  too  difficult  to  follow.  The*  program  is  a  multiple 
interrupt  one,  and  therefore  reads  rather  strangely.  Interrupts 
arrive  from  the  Record  pusnbutton,  the  pressure  measuring  equipment, 
the  printer,  plotter,  teletype, LLC  tape,  display  and  Mach  number 
clock.  The  last  causes  Mach  number  to  be  computed  and  displayed 
about  twice  per  secona.  Thus,  in  operation,  scanning,  printing, 
plotting,  Mach  number  computation  etc.  all  appear  to  be  proceeding 
simultaneously.  Unfortunately,  at  the  end  of  the  scan,  the  program 
goes  into  a  teletype  loop  to  control  the  display,  and  this  causes 
the  printer  to  cease  printing.  This  requires  typing  a  colon  to  get 
out  of  this  loop  and  permit  completing  print  out. 

It  should  also  be  noted  that  tne  computation  of  each 
batch  of  raw  data  bour.deci  by  two  tunnel  inputs  is  computed  '  on  the 
run" .  Thus,  if  scanning  at  sav  10  per  second,  the  machine  nas 
1/lOth  of  a  second  to  read  in  the  last  pressure  data,  read  in  the 
tunnel  data  compute  this  batch  of  data,  and  be  ready  for  the  next 
input.  This  procedure  was  adopted  in  the  early  uays  v.'hen  print  out 
used  an  ASRJ3  teletype,  and  was  designed  to  permit  plotting  of 
computed  data  to  proceed  as  soon  as  the  first  batch  is  computer  . 
and  to  minimize  teletype  delays.  Using  scam  valves ,  the  maximum 
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scanning  rate  is  limited  by  plumbing,  transaucer  ringing  etc.,  and 
no  problems  have  arisen  from  the  program  at  considerably  higher 
scanning  rates.  In  the  future,  if  discrete  transducers  are  used 
within  a  model,  vastly  accelerated  scanning  would  be  possible,  a no 
program  changes  would  probably  be  needed. 

Another  point  not  immediately  obvious  is  that  certain 
data  are  recorded  on  DEC  tape  to  facilitate  readback,  and  without 
these  data,  readback  would  not  be  possible.  Data  stored  in  *100-104 
on  field  0  are  transferred  to  *200-204  on  field  1,  and  are  then 
s corea  on  DEC  tape  at  the  beginning  of  the  data  storage.  Thus, 
the  DEC  tape  program  should  not  be  altered  without  care,  and  future 
programs  should  preserve  these  locations  so  that  earlier  DEC  tapes 
can  still  be  readback. 

Except  for  the  tables,  formats  remain  unchanged  from  those 
given  in  Ref.  1.  Four  DEC  tape  blocks  are  used  for  the  identifica¬ 
tion  section,  now  located  at  *6000  onwards,  field  0,  and  5  blocks 
for  the  tables,  now  located  at  *2500  onwards,  field  1  (see  Fig.  3). 
Raw  and  computed  data  uses  31  blocks  from  *200  onwards  on  field  1. 

5.  READBACK  PROGRAM 


A  program  to  readback  all  the  data  from  DEC  tape  is 
available,  and  this  program  will  also  display  and  plot  the  computed 
data.  Thus,  a  test  may  be  run  without  being  delayed  by  plotting, 
and  selective  plotting  carried  out  at  a  later  uate.  If  requested, 
the  program  will  recompute  the  raw  data,  so  that  if  tliere  is  doubt 
about  the  results,  they  may  be  recomputed  and  checked,  and  written 
back  on  DEC  tape.  It  is  also  possible  to  change  the  tables  and 
then  recompute  the  raw  uata.  This  is  intended  to  cope  with  changes 
in  pressure  transducer  calibrations,  errors  in  specifying  pressure 
tapping  positions  etc.  Deletions  may  also  be  included,  for  the 
case  where  a  tapping  has  developed  a  fault  in  the  course  of  a  test. 

If  recomputing  is  required,  the  program  expects  the  tables  to  be 
on  the  disc  as  ''TABS",  and  ir.  the  format  given  in  section  2. 

The  actual  program  is  saved  as  Ll ,  L2  and  L3,  being 
fields  2,  1  and  0  respectively,  and  is  essentially  the  same  program 
as  the  operating  program,  the  only  real  difference  being  that  all  the 
raw  data  come  from  DEC'  tape. 

To  cope  with  earlier  DEC  tapes  recorded  with  earlier 
programs,  this  program  has  two  starting  addresses.  These  are  *200 
for  the  present  tables  ^,nd  *400  for  the  original  tables.  Obviously, 
deletions  are  not  possible  for  DEC  tapes  with  the  old  tables.  Print 
out  is  in  the  current  format  in  both  cases.  As  for  the  operating 
program,  this  program  waits  in  the  display- teletype  loop  for  a  colon. 
When  this  is  typed,  print  out  proceeds,  and  if  the  display  is  not 
used,  the  program  runs  straight  through  without  needing  the  colon. 


In  the  readback  program,  the  critical  value  of  Cp  is  only  computed 
when  the  raw  aata  are  recorputed.  and  the  dotted  line  appears  at 
Cp  =  0  when  data  are  displayed  or  plotted  without  recomputin', .  If 
this  is  important,  the  program  snoulu  be  told  to  recompute  which 
taKes  no  detectable  time. 

For  readback  purposes,  it  may  veil  be  desirable  to  suppress 
various  activities.  While  plotting  may  be  totally  deleted  via  the 
normal  program,  it  may  be  desired  to  plot  only  F/h  or  Cp  and  not 
both.  Tabic  II  lists  deletions  possible  by  toggling  7000  (NOP)  int< 
the  locations  specified.  Tne  program  may  then  be  ’saved"  in  the  usuai 
way. 


TABLE  I I 


Deletion 

Location 

Field 

Tor 

for  Raw  Data  Print  Out 

100 

0 

Raw  aata  Print  Out 

302 

0 

TOF 

for  Computed  Data  Print  Out 

1202 

0 

Computed  Data  Print  Out 

J 12 

0 

Flot 

F/H  (Axes) 

0601 

1 

Plot 

F/n  (Points) 

S611 

1 

Plot 

Cp  (Axes) 

6602 

1 

Plot  Cp  (Points) 

662  0 

1 

Display 

TURN  OFF 

f, .  CONCLUSION 

The  current  program  for  use  in  measuring  pressure  dis¬ 
tribution  m  the  transonic  wind  tunnel  has  been  described,  together 
with,  the  program  for  readingback  from  DEC  tape.  The  aim  of  these 
descriptions  has  been  primarily  to  assist  tunnel  operators  and 
provide  a  basis  for  future  program  development. 
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FIG.  1.  COMPUTED  DATA  OUTPUT 
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